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ATTESTATION  

of conformity with European Directives 
 
Product : RO system 

Reference  : CRO-600UX1 
   
Trade mark  -- 
   
Issued to  : Canature Health Technology Group Co., Ltd. 

Address : No.508 & 518, Chuanda Road, Pudong New District, Shanghai 
   
Manufacturer : Canature Health Technology Group Co., Ltd. 

Address : No.508 & 518, Chuanda Road, Pudong New District, Shanghai 
   
Technical characteristics : DC 24V for body, AC 100-240V, 50/60Hz for adaptor; 80W for body 

 

The submitted sample of the above equipment has been tested for   marking according to following European 

Directive and following standards: 
 

              Electromagnetic Compatibility Directive 2014/30/EU 
 

Standards Report number Report date 

EN 55014-1:2017 

EN 55014-2:2015 

EN 61000-3-2:2014 

EN 61000-3-3:2013 

CTE-19JY0070DTSHPB 17/07/2019 

 

The referred test report(s) show that the product complies with standard(s) recognized as giving presumption of compliance with the 

essential requirements in the specified European Directive 

 

This verification does not imply assessment of the production of the product 

The  marking may be affixed if all relevant and effective European Directives with  are applicable 

 

 

Shanghai (P.R. China), Jul.17, 2019 
Yi XU 

 Expert 
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